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Avsiliary Equiment Needed Fer Operation 0: IE 


One (1) Kedak Process Control Sensitometer — Medel 101. 
TEOTING PAHCHINE , 2K KAR4KKE LHOTCE FAPHIC 


One @) Keodats ye Transmission = Densitemeter Medel R.T. 


te co ns 
One (2) Kod SR conaaia Timer 
Interval 0 to 60 minutes with minute and second hands, 


Four (4) Kedak Enameled Trays « 16" x 20, 


Four (4) Kodak Tank and Tray Thermoneters 
Range 30 = 140°. in tvoedegree increments. 


Four (4) One (1) Liter Glass Graduates. 


One (1) Kodak Transparency Tlluminator ~ 10° x 10". 
60 Watt Lamps. ; 
Threa (3) Bright Star Mlasblighte 


L = Por use as e handy light to be used in preparing 
the NENMor operation, 


i = Each to use with approved Nod and Green Kodeloid Filter. 


Glase Sefelight Filters 
I” 
& each = Wratten Series FF - Green 
>a pool 
4 each ~ Wratten Series #2 ~ Red = '* 


Safelight Fixtures suitable for 10" x 12" Filters. 
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Supplies Needed for [I 


lo 


2. 


Gotten Gloves = large size ~ 1 Gross. 


Neutral Density Filter Materiel (1 each &* x 10" sheets). 


Density ad 0.10, 0.20, 0.30, 0,60, 0.90, 1.20 
1.50, 2.00, 2.50, 3.00 


3o 


4 


6 » 8 Volt 0.25 Ampere, T 3¢ GE-#44 


Densitometer Lamps = Two (2) Dozen. 


Film Clipe ~ Kedek Color Film Clips - Stainless Steel - Package of 10 Clips. 


5, Sensitometer Lamps - 1/2 Dozen Calibrated Lamps 
for Kedak Process Sensitometer Model 101. 
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Fuses for Sensitomster - One (1) Dozen - Type MDL 1.6 Amperes. 


_ One (1) French Curve = K.E. #88235, 


Light Bulbs - 15 Watt = One (1) Dozen = For use in Safelights. 
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